24 The aim of this study was to evaluate the trueness of 5 intraoral scanners (IOSs) for digital 25 impression of simulated implant scan bodies in a complete-arch model. A 3D printed full-arch 26 mandible model made of Co-Cr with a total of 6 bilaterally positioned cylinders in the canine, 27 second premolar, and second molar area served as the study model. Digital scans of the model 28 were made with a reference scanner (steroSCAN neo) and 5 IOSs (CEREC Omnicam, CS3600, 29 i500, iTero Element, and TRIOS 3) (n=10). For each IOS's dataset, the XYZ coordinates of 30 the cylinders were obtained from the reference point and the deviations from the reference 31 scanner were calculated using a 3D reverse engineering program (Rapidform). The trueness 32 values were analyzed by Kruskal-Wallis test and Mann-Whitney post hoc test. Direction and 33 amount of deviation differed among cylinder position and among IOSs. Regardless of the IOS 34 type, the cylinders positioned on the left second molar, nearest to the scanning start point, 35 showed the smallest deviation. The deviation generally increased further away from scanning 36 start point towards the right second molar. TRIOS 3 and i500 outperformed the other IOSs for 37 complete-arch digital impression. The accuracy of the CEREC Omnicam, CS3600, and iTero 38 Element were similar on the left side, but they showed more deviations on the right side of the 39 arch when compared to the other IOSs. The accuracy of IOS is still an area that needs to be 40 improved. 41 3 42 Introduction
1). For each scan, the spheres were scanned until no void was observed, and then the scanning 110
procedures for the IOSs were performed along the occlusal surface starting from the left second 111 molar to the right second molar, followed by the lingual and buccal side in the same 112 experimental setting by an operator under ambient fluorescent lighting without the aid of 113 additional lighting. No contrast powder was dusted prior to scanning. Additional scans were 114 made to capture voided area of the cylinders that were critical for measurement. A total of 10 115 scans were performed by each IOS. 120 The center of the reference sphere in the buccal aspect of the left second molar was set as the 121 origin of the coordinate reference from which deviation of each cylinder was measured in the 122 XYZ axes. The XY plane was formed by connecting the centers of the three spheres. The Y-123 axis was set as a line parallel to the line connecting the centers of the two spheres in the lingual 124 aspect of the left second molar. The Y-axis denotes the anterior-posterior direction in the XY 125 plane. The X-axis was set as a line perpendicular to the Y-axis, denoting the medial-lateral perpendicular to the XY plane. scan and each intraoral scan was then calculated to obtain the deviations, expressed either in 
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When the root mean square values of the overall XYZ values were pooled together, all the 155 IOSs showed statistically significant gradual increase of the deviation from the left second 156 molar to the right second molar (P<0.001) ( Table 4 ). With respect to the overall trueness values,
157
CS3600 showed the highest deviation, while i500 and TRIOS 3 outperformed the other IOSs.
158
On the left side, TRIOS 3 was the only IOS that showed smaller deviation on the left second 159 molar, but no significant difference in the trueness values were found at cylinders positioned 160 on the left second premolar and left canine (P>0.05). The trueness values at cylinders 161 positioned on the right side differed significantly among the 5 IOSs (P<0.05). The trueness 162 values for CS3600 and CEREC Omnicam were similar to those obtained with iTero Element, 163 i500, and TRIOS 3 on the left side from the second molar to the canine, while their deviation matched with the XYZ deviations of the corresponding areas in Table 2 . 
Discussion
Scan bodies have been used in the digital workflow of implant dentistry to supplant traditional impression procedure by digitally transferring the position of implant, saving cost and time for the clinicians and dental technicians, and reducing patient's discomfort during impression taking [2, 3, 28] . New IOSs are being developed and have emerged on the market, while existing
IOSs are also continuously being upgraded to a newer version of software to enhance their performance. The rising demand in digitalization by both dental team and patients is likely set the use of IOSs as the norm in routine daily practice after a satisfactory level of consensus on the application of IOSs for digital impression is clearly reached.
In this context, the present study was designed to clarify the performance of IOSs by With regard to the cylinder position, deviation from true value was smallest at the cylinder located on the left second molar from which complete-arch digital impression was sequentially made to the right second molar. Although some authors claimed that no significant differences in trueness were found between partially and completely edentulous implant models [22] , arch length has been generally considered major culprit behind the development of deviation in a 3D virtual model due to the limited field of view of each capture using IOS. Captured multiple images are combined together by continuous stitching process at overlapping portion of the images, which is known to be the cause of deviation in a digitized model, processed by the proprietary software. This cumulative error accounts for the tendency for longer scanning span to generate greater chance of errors during the image combining process [4, 19] .
The overall accuracy was found to be best in the i500 and TRIOS 3 ( Table 4 ). They also showed more consistent accuracy than the iTero Element, CEREC Omnicam and CS3600, which were, however, similar to the other IOSs on the left side from the second molar to the canine. In terms of precision, which indicates the degree to which images acquired by repeated scanning are identical, the range of trueness values could be used to deduce the precision of each IOS. The significantly greater range of trueness values were noted particularly in the CEREC Omnicam and CS3600 towards the opposite side of the origin of scanning. Within the limitations of the present study, the marked distortion on the right side suggests that the CEREC Omnicam and CS3600 may be well suited for unilateral partial-arch impression rather than for complete-arch scanning.
In a previous study that compared the accuracy of CEREC Omnicam, CS3600, TRIOS 3, and True Definition, CS3600 was found to be the best performing IOS [21] . The authors evaluated the entire trueness of each IOS for implant impression in a partially or a completely edentulous model using superimposing technique. The difference in the findings between this study and the present investigation might be explained by the different methodology employed for determining trueness. The present study measured the XYZ 3D displacement of the centroid of each cylinder. Thus, the XYZ deviations shown in Table 2 and Figure 2 were not accurately coincided with the corresponding areas on the color-coded map presented in Figure 3 . The color-coded map is generated by superimposing datasets of the test group on to that of the reference scanner. Despite the fact that the color-coded map provides a general visual overview of scanning discrepancy by translating 3D deviation into 2D color-codes, superimposition by arbitrarily programmed best-fit may not be the most appropriate method in determining the trueness of IOSs at a specific location of interest. On the contrary to the previous studies that demonstrated only linear deviation [18] [19] [20] [21] [22] , the XYZ coordinates used in the present study enabled precise acquisition of 3D spatial information of the individual cylinder by obtaining the differences of corresponding XYZ coordinates between the reference and test groups datasets. Direction and magnitude of the deviation in the XYZ axes varied depending on the IOSs and cylinder location. Insignificant differences in the cumulative XYZ total values among the IOSs (Table 3 ) was associated with the masking effect that yielded smaller cumulative deviation than the actual deviation due to the positive and negative values within the groups.
The root mean square of the overall XYZ values were also calculated to directly compare the actual discrepancy of the digital impressions for each IOS. The findings of the present study were consistent with previous studies on the accuracy of digital implant impression that reported greater distortion with an increase in the scanning length [18] [19] [20] [21] [24] [25] [26] .
IOS uses specific principle to acquire digital images of a real object. Although different data capture principles may be associated with the accuracy of IOS, based on the current literature, direct technique is deemed to provide more accurate impression as the number of implants increases [8, 29] . But it cannot be asserted that the decrease in accuracy is directly attributable to the number of implants. Inaccurate digital impression in implant rehabilitation directly leads to mispositioning of virtual implant fixture which in turn may cause misfit of a fabricated prosthesis. From the biomechanical perspective, poorly fitting superstructures may be a detrimental factor to the longevity of restorations due to undue stress between the components [7, 8] .
For making impressions of a multiple angulated implant condition, digital impression could be a preferred approach given deformation of impression material during removal. As the angulation of implants increases, the impression material could be more distorted when removing it from the undercut areas. Nevertheless, the more implants that are being scanned, the longer the length of span that requires a greater number of images, theoretically resulting in a greater degree of cumulative errors. In our study model, accuracy of digital implant impression was evaluated in the dentate model, and this study confirmed that not all IOSs reproduced the same accuracy because of the differences in the data capture mode, principle, or software algorithms used in each IOS. This study also showed that some IOSs require further improvement to attain comparable accuracy. The size of the edentulous region should also be taken into consideration when investigating the accuracy of IOSs, since the lack of anatomic landmarks in smooth-surfaced soft tissue of edentulous region hampers the superimpositions the scans, [30] . Further studies should evaluate the influence of teeth or edentulous span between implant scan bodies to provide a better understanding of the edentulous span on the digital impression accuracy.
Conclusions
Within the limitations of the present study, all the IOSs exhibited increasing deviation with an increasing distance from the start position of scanning. The direction and magnitude of deviation differed among jaw regions and IOSs. All the IOSs were similar for unilateral arch scanning, while i500, and TRIOS 3 outperformed the other IOSs for complete-arch scanning.
The accuracy of IOS requires additional improvement.
